AN

SUMMARY TEST DATA

PMIH ON
\Qg AT # 74 DLVA-70M-80-12V
Customer: Tested by: _Jim Hopson
SO No: Temperature: _+25°C
Model No DLVA-70M-80-12V Date: 04-15-2020
Serial NO: PL28551/2016 Drawing No: 27610948 Rev: Al
TEST SPECIFIED MEASURED | REMARKS
ITEM NO: PARAMETERS VALUE VALUE QA/QC
INPUT VSWR &
1 (5 S} 1.5:1 TYP. 1.44:1 ,_,_é_ 20
TYPICAL OUTPUT S
2 VOLTAGE @ -70 s hlid, SEE PLOT |
dBm to 0 dBm
3 188 N/A -80 dBm
LOG SLOPE 25.0 mV/dB
4 ety 24.8 m/db
LOG LINEARITY +1.0 dB
3 -80 TO 0 dBm (MAX) H.db
6 BANDWIDTH 20 T e PASS
2 RECOVERY TIME (MAX) - —
o OUTPUT STABILITY N/A NOT TESTED
(0° C to +60°C)
RISE TIME 30 nS
9 (10% TO 90%POINTS) (MAX) 28,508
10 LIMITED RF OUTPUT 0 dBm TYP 3.0 dBm
DC POWER @ +12 V 175 mA \Y,
i No RF Input (MAX) ke
100 mA D
12 DC POWER @ -12 V 80 mA
- (MAX) Ye17-20
QA /QC APPROVAL: ﬁ g,ﬁﬂfg/zzz/ygﬁzf;zz DATED: L= =2

7
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SUMMARY TEST DATA

ON

DLVA-70M-80-12V

LOG LINEARITY

LOG TRANSFER WITH FREQUENCY

MODEL: DLVA-70M-80-12V
TESTED BY: Jim Hopson
TEST DATE: 04/15/20
SERIAL NO: PL28551
TEST TEMP: +25C

7311-F GROVE ROAD, FREDERICK, MD 21704 USA
TEL: 301-662-5019 FAX: 301-662-1731
URL: WWW.PMI-RF.COM

Frequency EMAIL: SALES@PMI-RF.COM
[80 ] -75 [ -70 [ -65 | -60 [ -55 | -50 | -45 | 40 [ -35 | -30 [ 25 [ 20 [ 15 | -0 5 0 | [RFInputPower(dBm) |
0.05 GH{INTERCEPT (mV) [2006| 18 [ 114 [ 250 [ 390 [ 527 | 657 [ 773 [ 884 [ 999 [ 1124 [ 1247 [ 1375] 1502 [ 1634 [ 1768 | 1906 2035 | [Measured Value (mV)
|SLOPE (mvidB) | 25| 15 | 14 | -3 | 11 | 23 | 28 | 19 5 5 5 -8 5 3 4 13 26 [0 29 | [Error(mV)
0.60 | -0.57 [0.13] 0.46 | 0.93 | 112 [ 0.76 | 0.19 [-0.21] -0.22 [ -0.31 [ 0.19] 012 | 0.15 | 0.51 | 1.02 | 147 LINEARITY ERROR (dB)
0.07 GHINTERCEPT (mV) [2011] 31 [ 436 [ 271 | 407 [ 538 [ 664 [ 781 | 899 [1015] 1139 [ 1260 [ 1385] 1510 [ 1639 [ 1774 | 1897 [ 2027 Measured Value (mV)
|SLOPE (mV/dB) [ 24.8] 5 14 | -3 9 15 | 17 | 10 4 -4 4 7 -6 -5 0 1 10 ) Error (mV)
0.19 | -0.58 [0.14] 0.34 [ 0.62 | 070 [ 0.42 | 0.17 | -0.15] -0.15 | -0.28 [ -0.24]| -0.20 | 0.00 | 0.44 | 0.40 | 0.64 LINEARITY ERROR (dB)
{INTERCEPT (mV) [ 1981 142 [ 267 [ 398 1490 [ 1616 1990 Measured Value (mV)
SLOPE (mV/dB) | 24.4| 8] 2 : ke 4 90| [Error (mV)
-0.44 [0.31] 0.06 [ 0.23 [ 027 [ 0.11 0.35 LINEARITY ERROR (dB)
[Flatness +-dB | [ o4 o8] 04 03] 03[ 03] 03] 03] 03] 03] 03] 04 o04] 05 05] 1 09|
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