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Customer: Wright State University Tested By: S. PALACIO
Job No: S012-028 Temperature: +25°C
Model No: HP-800-600-S-S-3A Date: 2/27//2012
Serial No: PL10300/1209
TEST. TEST QA
ITEM NO PARAMETERS SPECIFIED VALUE RESULTS QC
. Pass
1 Passband: 800-5000 MHz 800-5000 MHz
. Pass
2 3dB Point: 600 MHz 600MHz
. Pass
3 Vpsggsbg'nghe 1.5:1 Max. 1.43:1
’ (See Plot)
Insertion Loss Pass
4 (Passhband): 0.5dB Max. 0.5dB
5 Rejection from DC to Pass
500MHz: -30dB Min. -34.0dB
QA/QC Approval: Date:
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