FMI

SUMMARY TEST DATA

ON

|
AN '7'17' 7 P8T-20M6G-80-R-515-SFF
PL17504/1528
Customer: Tested By: Bob Wakenight
SO No: Temperature: +25°C
Model No: P8T-20M6G-80-R-515-SFF Date: 07/13/15
Serial No: PL17504/1528 Drawing No: 27625043 Rev: Al
TEST. TEST QA
ITEM NO PARAMETERS SPECIFIED VALUE RESULTS QC
1 Frequency Range: 20 MHz — 6 GHz Min 20 MHz — 6 GHz Min
. _ 2.75 dB Typ. 2.99 dB
2 Insertion Loss: 3.25 dB Max. (See Plot)
. 80 dB Min. 87.27 dB
3 Isolation: 100 dB Typ. (See Plot)
. . 1.42:1
4 VSWR: 2.0:1 Max. (See Plot)
5 Switching Speed: 250 ns Max. See Typical Characteristics
6 Operating Power: 23 dBm CW Max. Pass
) +5V @ 350mA Max. 194 mA
! DC Supply: -15V @ 100mA Max. 34 mA
8 Control Signal: 3 Bit Decoded TTL Logic Pass
QA/QC Approval: Date:

7311-F Grove Road Frederick, MD 21704 USA Phone: (301)662-5019 Fax: (301)662-1731
Email: sales@pmi-rf.com




SUMMARY TEST DATA

PMIH ON

iA! fhi _y/?. 17 P8T-20M6G-80-R-515-SFF

(J1 —J2) Insertion Loss and Return Loss

File  Trace/Chan Response Marker/Analysis Stimulus Utility Help

9] ¢ Power Level |0.00 ¢Bm B

Tl S21 LogM 2.000dB/ -3.00dB Tr 2 511 LogM 5.000dB/ -10.0dB

Tr 3 522 LogM 5.000dB/ -10.0dB
5.00 >1: 109.700 MHz -2.99dB
1: 132.125 MHz -15.20dB
3.00 T 132125 WAz [-15.26 4B

PL17504/1528

-11.00
-13.00 \\"

-15.00
1 >Ch1: Start 20.0000 MHz — —— Stop 6.00000 GHz

Cont.t Ch1 Tril 521 C 2-Port LCL 2015-07-10 20:51

(J1— J2) Isolation

File  Trace/Chan Response Marker/Analysis Stimulus Utility Help

9] ¢ Power Level |0.00 dBm B

Ll 521 LogM 20.00dB/ 40.0dB
40.00 >1:] 42425MHz  [-99.16 dB

20.00

0.00

-20.00

-40.00

-60.00

D AR et e e L Kk A

+140.00

+160.00 | Ch1Avg= 15
1 >Ch1: Start 20.0000 MHz — Stop 6.00000 GHz

Cont.t Ch1 Tril S21 /M C 2-Port Avg LCL 2015-07-10 20:55

7311-F Grove Road Frederick, MD 21704 USA Phone: (301)662-5019 Fax: (301)662-1731
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PMIH

AT A

SUMMARY TEST DATA
ON
P8T-20M6G-80-R-515-SFF

PL17504/1528
(J1 —J3) Insertion Loss and Return Loss
File  Trace/Chan Response Marker/Analysis Stimulus Utility Help
0 Power Level |0.00 ¢Bm B
B s21 LogM 2.000dB/ -3.00dB Tr 2 S11LogM 5.000dB/ -10.0dB
Tr 3 S22 LogM 5.000dB/ -10.0dB
5.00 >1: | 102.225 MHz -2.69 dB
1:| 139600 MHz  |-16.25dB
3.00 T 139800 MHAZ — |-16.39dB
1.00
-1.00 &’[ |
-1 1t
3.00» <
-5.00 )
-7.00 %\
-9.00 —
-11.00
-13.00
-15.00
1 >Ch1: Start 20.0000 MHz — —— Stop 6.00000 GHz
Cont. Ch1 Tri 521 C 2-Port LCL  2015-07-10 20:59

(J1 —J3) Isolation

N

File  Trace/Chan Response Marker/Analysis Stimulus Utility Help

Power Level |0.00 dBm B

Ll 521 LogM 20.00dB/ 40.0dB

40.00

20.00

> 1 102.225 MHz

-87.54 dB

0.00

-20.00

-40.00

-60.00

-80.00

+100.00 M

Bl G L R

+120.00

+140.00

T T AN T

+160.00 | Ch 1 Avg

= 15

1 >Ch1: Start 20.0000 MHz —

Stop 6.00000 GHz

Cont.t Ch1 Tril

S21 /M

C 2-Port Avg LCL 2015-07-10 21:02

7311-F Grove Road Frederick, MD 21704 USA Phone: (301)662-5019 Fax: (301)662-1731

Email: sales@pmi-rf.com




SUMMARY TEST DATA

PMIH ON

iA! fhi _p/?. 17 P8T-20M6G-80-R-515-SFF

(J1 —J4) Insertion Loss and Return Loss

PL17504/1528

File  Trace/Chan Response Marker/Analysis Stimulus Utility Help

ﬂ J Power Level 0.00 dBm j

B s21 LogM 2.000dB/ -3.00dB Tr 2 S11LogM 5.000dB/ -10.0dB
Tr 3 S22 LogM 5.000dB/ -10.0dB

5.00 =1: 109.700 MHz
1: 132.125 MHz

-2.71dB
-15.63 dB

3.00 T 132125 MAZ

-15.66 dB

= T 1

-11.00

-13.00

-15.00

1 >Ch1: Start 20.0000 MHz — —— Stop 6.00000 GHz

Cont.t Ch1 Tril 521 C 2-Port LCL 2015-07-10 21:04

(J1 —J4) Isolation

File  Trace/Chan Response Marker/Analysis Stimulus Utility Help

9] ¢ Power Level |0.00 dBm B

Ll 521 LogM 20.00dB/ 40.0dB

40.00 =1: 259.200 MHz

20.00

-87.27dB

0.00

-20.00

-40.00

-60.00

-80.00 1

100,00 [Pt

+140.00

+160.00 | Ch1Avg= 15

1 >Ch1: Start 20.0000 MHz — Stop 6.00000 GHz

Cont.t Ch1 Tril S21 /M C 2-Port Avg LCL 2015-07-10 21:08

7311-F Grove Road Frederick, MD 21704 USA Phone: (301)662-5019 Fax: (301)662-1731
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SUMMARY TEST DATA

FM’ . ON

iA! fhi _p/?. 17 P8T-20M6G-80-R-515-SFF

(J1 —J5) Insertion Loss and Return Loss

File  Trace/Chan Response Marker/Analysis Stimulus Utility Help

ﬂ J Power Level 0.00 dBm j

Tl S21 LogM 2.000dB/ -3.00dB Tr 2 511 LogM 5.000dB/ -10.0dB

Tr 3 522 LogM 5.000dB/ -10.0dB
5.00 >1: 102.225 MHz -2.57dB
1: 132.125 MHz -16.18 dB
3.00 T 132125 WAz |-16.26 0B

PL17504/1528

-11.00

-13.00

-15.00
1 >Ch1: Start 20.0000 MHz — —— Stop 6.00000 GHz

Cont.t Ch1 Tril 521 C 2-Port LCL 2015-07-10 21:10

(J1 —J5) Isolation

File  Trace/Chan Response Marker/Analysis Stimulus Utility Help

9] ¢ Power Level |0.00 dBm B

Ll 521 LogM 20.00dB/ 40.0dB
40.00 >1:] 251.725MHz  [-88.26 dB

20.00

0.00

-20.00

-40.00

-60.00

-80.00 1

+100.00 %w‘. e
B R L L L

+120.00 T | \r 1 ‘ T

+140.00

+160.00 | Ch1Avg= 15
1 >Ch1: Start 20.0000 MHz — Stop 6.00000 GHz

Cont.t Ch1 Tril S21 /M C 2-Port Avg LCL 2015-07-10 21:12

7311-F Grove Road Frederick, MD 21704 USA Phone: (301)662-5019 Fax: (301)662-1731
Email: sales@pmi-rf.com




SUMMARY TEST DATA

FM’ . ON

iA! fhi _y/?. 17 P8T-20M6G-80-R-515-SFF

(J1 —J6) Insertion Loss and Return Loss

PL17504/1528

File  Trace/Chan Response Marker/Analysis Stimulus Utility Help

ﬂ J Power Level 0.00 dBm j

Bl s21 LogM 2.000dB/ -3.00dB Tr 2 S11LogM 5.000dB/ -10.0dB
Tr 3 S221ogM 5.000dB/ -10.0dB

5.00 =1: 102.225 MHz
; 139.600 MHz

-2.74 dB
-16.20 dB

3.00 T 132125 MAZ

-16.26 dB

-1.00 ﬁ[ — el
] —

-3.00»

-5.00

-7.00
i .

-9.00

-11.00

-13.00
-15.00

1 >Ch1: Start 20.0000 MHz — —— Stop 6.0

0000 GHz

Cont.t Ch1 Tril 521 C 2-Port LCL 2015

-07-10 21:14

(J1—- J6) Isolation

File  Trace/Chan Response Marker/Analysis Stimulus Utility Help

9] ¢ Power Level |0.00 dBm B

Ll 521 LogM 20.00dB/ 40.0dB
40.00 >1: ] 259.200 MHz

-87.30dB

20.00

0.00

-20.00

-40.00

-60.00

-80.00 1

.

+120.00 I ! 1 =T T

+140.00

+160.00 | Ch1Avg= 15

1 >Ch1: Start 20.0000 MHz — Stop 6.00000 GHz

Cont.t Ch1 Tril S21 /M C 2-Port Avg LCL 2015-07-10 21:15

7311-F Grove Road Frederick, MD 21704 USA Phone: (301)662-5019 Fax: (301)662-1731

Email: sales@pmi-rf.com




SUMMARY TEST DATA

FM’ . ON

iA! fhi _p/?. 17 P8T-20M6G-80-R-515-SFF

(J1 —J7) Insertion Loss and Return Loss

File  Trace/Chan Response Marker/Analysis Stimulus Utility Help

ﬂ J Power Level 0.00 dBm j

Tl S21 LogM 2.000dB/ -3.00dB Tr 2 511 LogM 5.000dB/ -10.0dB

Tr 3 522 LogM 5.000dB/ -10.0dB
5.00 >1: 102.225 MHz -2.76 dB
1: 139.600 MHz -16.00 dB
3.00 T 132725 WAz |-16.01dB

PL17504/1528

-11.00

-13.00

-15.00
1 >Ch1: Start 20.0000 MHz — —— Stop 6.00000 GHz

Cont.t Ch1 Tril 521 C 2-Port LCL 2015-07-10 21:17

(J1 —J7) Isolation

File  Trace/Chan Response Marker/Analysis Stimulus Utility Help

9] ¢ Power Level |0.00 dBm B

Ll 521 LogM 20.00dB/ 40.0dB
40.00 >1:] 109.70) MHz  [-87.65dB

20.00

0.00

-20.00

-40.00

-60.00

-80.00 -

~100.00 G WWWMW

1120.00 H i mEamEnE

+140.00

+160.00 | Ch1Avg= 15
1 >Ch1: Start 20.0000 MHz — Stop 6.00000 GHz

Cont.t Ch1 Tril S21 /M C 2-Port Avg LCL  2015-07-10 21:19

7311-F Grove Road Frederick, MD 21704 USA Phone: (301)662-5019 Fax: (301)662-1731
Email: sales@pmi-rf.com




SUMMARY TEST DATA

FM’ . ON

iA! fhi _p/?. 17 P8T-20M6G-80-R-515-SFF

(J1 —J8) Insertion Loss and Return Loss

File  Trace/Chan Response Marker/Analysis Stimulus Utility Help

j J Power Level 0.00 dBm j

Il S21 LogM 2.000dB/ -3.00dB Tr 2 511 LogM 5.000dB/ -10.0dB

Tr 3 522 LogM 5.000dB/ -10.0dB
5.00 >1: 102.225 MHz -2.78 dB
1: 132.125 MHz -16.01dB
3.00 T 132725 WAz |-16.09dB

PL17504/1528

3
?<]—~

-11.00

\\««,

-13.00

-15.00
1 >Ch1: Start 20.0000 MHz — —— Stop 6.00000 GHz

Cont. Ch1l Tril 521 C 2-Port LCL | 2015-07-10 21:22

(J1 —J8) Isolation

File  Trace/Chan Response Marker/Analysis Stimulus Utility Help

9| ¢ Power Level |0.00 dBm B

Ml 521 LogM 20.00dB/ 40.0dB
40.00 >1:] 109.70)MHz  [-87.30dB

20.00

0.00

-20.00

-40.00

-60.00

-80.00 [

o TSmO

- "" i IY"" 1 ‘

+140.00

+160.00 | Ch1Avg= 15
1 >Ch1: Start 20.0000 MHz — Stop 6.00000 GHz

Cont. Ch1 Tri S21 /M C 2-Port Avg LCL ' 2015-07-10 21:24

7311-F Grove Road Frederick, MD 21704 USA Phone: (301)662-5019 Fax: (301)662-1731
Email: sales@pmi-rf.com




SUMMARY TEST DATA

FMI

| ON

A

P8T-20M6G-80-R-515-SFF

PL17504/1528
(J1 —J9) Insertion Loss and Return Loss
File  Trace/Chan Response Marker/Analysis Stimulus Utility Help
=) Power Level 0.00 dBm j
B s21 LogM 2.000dB/ -3.00dB Tr 2 S11LogM 5.000dB/ -10.0dB
Tr 3 522 LogM 5.000dB/ -10.0dB
5.00 >1: 102.225 MHz -2.75dB
1: 132.125 MHz -15.90 dB
3.00 T 132125 MRz — |[-15.96dB
1.00
-1.00 }v! |
1  E———
3.00» 3
-5.00 M
1
-7.00 ==
K o
-9.00
/ WWV
-11.00
-13.00 w
-15.00
1 >Ch1: Start 20.0000 MHz — —— Stop 6.00000 GHz
Cont. Ch1 Tri 521 C 2-Port LCL 2015-07-10 21:26

(J1 —J9) Isolation

N

File  Trace/Chan Response Marker/Analysis Stimulus Utility Help

Power Level |0.00 dBm

40.00

Ll 521 LogM 20.00dB/ 40.0dB

>1:

27.475 MHz

-96.36 dB

20.00

0.00

-20.00

-40.00

-60.00

-80.00

B
+100.00

AR e A

AR g

+120.00

+140.00

+160.00 | Ch1Avg= 15

1 >Chf:

Start 20.0000 MHz —

Stop 6.00000 GHz

Cont. Ch1i

Tri

S21 /M C 2-Port Avg

LCL 2015-07-10 21:28

7311-F Grove Road Frederick, MD 21704 USA Phone: (301)662-5019 Fax: (301)662-1731
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