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LOG TRANSFER VS FREQUENCY
MODEL: SDLVA-6G18G-CD-2
TESTED BY: J.Emperador Test Temp: +25C
DATE: 03/15/18
SERIAL NO: PL22283

Frequency
-70 -65 -60 -55 -50 -45 -40 -35 -30 -25 -20 -15 -10 -5 0 5 RF Input Power (dBm)

6 GHz INTERCEPT (mV) 2051 261 395 540 682 812 925 1069 1202 1318 1440 1546 1678 1803 1915 2043 2146 Measured Value (mV)
SLOPE (mV/dB) 25.09 -34 -25 -6 11 15 3 21 29 19 16 -4 3 3 -11 -8 -31 Error (mV)

-1.36 -1.02 -0.24 0.42 0.60 0.11 0.85 1.15 0.77 0.63 -0.14 0.12 0.10 -0.44 -0.33 -1.23 1.36

8 GHz INTERCEPT (mV) 2033 300 434 570 702 814 924 1070 1208 1330 1449 1540 1667 1792 1900 2009 2144 Measured Value (mV)
SLOPE (mV/dB) 24.38 -27 -15 0 10 0 -12 12 28 28 25 -6 0 3 -11 -24 -11 Error (mV)

-1.09 -0.60 -0.02 0.40 -0.01 -0.50 0.49 1.15 1.16 1.04 -0.23 -0.02 0.11 -0.46 -0.99 -0.45 1.16

10 GHz INTERCEPT (mV) 2053 280 411 548 684 805 915 1065 1202 1333 1458 1560 1682 1808 1919 2023 2155 Measured Value (mV)
SLOPE (mV/dB) 25.11 -15 -9 2 13 8 -7 17 28 34 33 10 6 7 -8 -30 -23 Error (mV)

-0.58 -0.36 0.09 0.51 0.33 -0.29 0.68 1.13 1.35 1.33 0.39 0.25 0.26 -0.32 -1.18 -0.92 1.35

12 GHz INTERCEPT (mV) 2081 255 387 528 665 804 917 1064 1201 1339 1473 1574 1694 1827 1947 2051 2183 Measured Value (mV)
SLOPE (mV/dB) 25.74 -24 -21 -9 0 10 -6 13 21 30 36 8 -1 4 -5 -30 -26 Error (mV)

-0.94 -0.81 -0.33 -0.01 0.39 -0.22 0.49 0.82 1.18 1.39 0.31 -0.03 0.14 -0.20 -1.15 -1.02 1.39

14 GHz INTERCEPT (mV) 2103 228 366 510 651 803 925 1072 1216 1355 1492 1591 1710 1840 1959 2066 2199 Measured Value (mV)
SLOPE (mV/dB) 26.29 -35 -29 -16 -6 14 5 20 33 40 46 13 1 0 -13 -37 -36 Error (mV)

-1.33 -1.09 -0.61 -0.24 0.54 0.18 0.77 1.25 1.53 1.75 0.51 0.04 -0.02 -0.49 -1.42 -1.36 1.75

16 GHz INTERCEPT (mV) 2106 223 365 510 647 793 905 1054 1206 1343 1480 1588 1712 1839 1961 2077 2216 Measured Value (mV)
SLOPE (mV/dB) 26.5 -28 -19 -6 -2 12 -9 8 27 32 36 12 3 -2 -13 -29 -23 Error (mV)

-1.06 -0.70 -0.23 -0.06 0.45 -0.33 0.30 1.03 1.20 1.37 0.45 0.12 -0.08 -0.48 -1.10 -0.86 1.37

18 GHz INTERCEPT (mV) 2057 262 403 544 677 801 891 1033 1178 1315 1447 1559 1684 1804 1928 2041 2167 Measured Value (mV)
SLOPE (mV/dB) 25.33 -21 -7 7 14 11 -26 -10 8 18 24 9 7 1 -2 -16 -16 Error (mV)

-0.84 -0.28 0.29 0.54 0.43 -1.01 -0.41 0.31 0.72 0.93 0.35 0.29 0.02 -0.08 -0.62 -0.65 1.01

Average Slope (mV) 25.5
Flatness  ± dB 1.5 1.4 1.2 1.1 0.4 0.7 0.8 0.7 0.8 1 1 0.9 0.9 1.2 1.3 1.4
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LOG TRANSFER VS FREQUENCY
MODEL: SDLVA-6G18G-CD-2
TESTED BY: J.Emperador Test Temp: -40C
DATE: 03/15/18
SERIAL NO: PL22283

Frequency
-70 -65 -60 -55 -50 -45 -40 -35 -30 -25 -20 -15 -10 -5 0 5 RF Input Power (dBm)

6 GHz INTERCEPT (mV) 2065 250 385 529 669 800 911 1061 1198 1316 1440 1549 1682 1808 1920 2052 2187 Measured Value (mV)
SLOPE (mV/dB) 25.56 -26 -19 -3 9 12 -4 18 27 17 14 -5 0 -2 -18 -13 -6 Error (mV)

-1.03 -0.75 -0.12 0.36 0.49 -0.17 0.70 1.06 0.68 0.53 -0.21 0.00 -0.07 -0.69 -0.53 -0.24 1.06

8 GHz INTERCEPT (mV) 2053 305 443 579 713 823 933 1078 1216 1339 1461 1554 1683 1807 1914 2042 2166 Measured Value (mV)
SLOPE (mV/dB) 24.6 -26 -11 2 13 0 -13 9 24 24 23 -7 -1 0 -16 -11 -10 Error (mV)

-1.06 -0.45 0.08 0.53 0.00 -0.53 0.37 0.98 0.98 0.94 -0.28 -0.04 0.00 -0.65 -0.44 -0.40 1.06

10 GHz INTERCEPT (mV) 2081 282 418 557 695 817 925 1077 1218 1350 1478 1584 1708 1831 1943 2050 2187 Measured Value (mV)
SLOPE (mV/dB) 25.45 -17 -9 3 14 9 -11 14 28 33 33 12 9 5 -11 -31 -21 Error (mV)

-0.68 -0.34 0.12 0.55 0.34 -0.42 0.56 1.10 1.28 1.31 0.48 0.35 0.18 -0.41 -1.21 -0.83 1.31

12 GHz INTERCEPT (mV) 2120 261 400 545 685 825 938 1086 1227 1366 1504 1609 1732 1861 1980 2088 2226 Measured Value (mV)
SLOPE (mV/dB) 26.14 -29 -21 -7 2 12 -6 11 22 30 37 11 4 2 -10 -32 -25 Error (mV)

-1.13 -0.81 -0.26 0.09 0.45 -0.23 0.43 0.82 1.14 1.42 0.44 0.14 0.08 -0.37 -1.24 -0.96 1.42

14 GHz INTERCEPT (mV) 2149 231 381 530 673 826 950 1098 1246 1386 1526 1633 1754 1878 1995 2107 2248 Measured Value (mV)
SLOPE (mV/dB) 26.76 -44 -28 -13 -4 15 6 20 34 40 46 20 7 -3 -20 -42 -34 Error (mV)

-1.66 -1.05 -0.48 -0.14 0.58 0.21 0.74 1.27 1.50 1.73 0.73 0.25 -0.11 -0.74 -1.55 -1.29 1.73

16 GHz INTERCEPT (mV) 2150 222 382 532 673 820 935 1085 1239 1375 1512 1626 1755 1876 1993 2118 2265 Measured Value (mV)
SLOPE (mV/dB) 26.92 -44 -19 -3 3 16 -4 11 31 32 35 14 8 -5 -23 -32 -20 Error (mV)

-1.63 -0.69 -0.12 0.12 0.58 -0.15 0.42 1.14 1.20 1.29 0.52 0.31 -0.19 -0.85 -1.20 -0.74 1.63

18 GHz INTERCEPT (mV) 2105 265 421 567 705 827 916 1060 1209 1348 1483 1599 1728 1845 1968 2089 2219 Measured Value (mV)
SLOPE (mV/dB) 25.82 -32 -5 12 20 13 -27 -12 8 18 24 11 11 -2 -8 -16 -15 Error (mV)

-1.25 -0.21 0.45 0.79 0.52 -1.04 -0.46 0.31 0.69 0.92 0.41 0.41 -0.06 -0.30 -0.61 -0.58 1.25

Average Slope (mV) 25.9
Flatness  ± dB 1.6 1.2 1 0.9 0.5 0.8 0.7 0.9 1.4 1.7 1.6 1.4 1.4 1.6 1.5 1.9
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LOG TRANSFER VS FREQUENCY
MODEL: SDLVA-6G18G-CD-2
TESTED BY: J.Emperador Test Temp: +85C
DATE: 03/15/18
SERIAL NO: PL22283

Frequency
-70 -65 -60 -55 -50 -45 -40 -35 -30 -25 -20 -15 -10 -5 0 5 RF Input Power (dBm)

6 GHz INTERCEPT (mV) 1996 226 360 505 642 772 883 1027 1155 1268 1384 1486 1622 1752 1869 1989 2095 Measured Value (mV)
SLOPE (mV/dB) 24.81 -33 -23 -2 11 16 3 23 27 16 8 -14 -2 4 -3 -7 -25 Error (mV)

-1.34 -0.94 -0.10 0.42 0.66 0.14 0.94 1.10 0.66 0.33 -0.56 -0.08 0.16 -0.12 -0.28 -1.01 1.34

8 GHz INTERCEPT (mV) 1979 264 404 541 668 779 889 1033 1164 1284 1398 1488 1612 1742 1854 1958 2087 Measured Value (mV)
SLOPE (mV/dB) 24.03 -33 -13 4 11 2 -8 15 26 26 20 -10 -6 4 -5 -21 -12 Error (mV)

-1.36 -0.54 0.17 0.45 0.07 -0.35 0.64 1.09 1.09 0.83 -0.42 -0.26 0.15 -0.19 -0.86 -0.49 1.36

10 GHz INTERCEPT (mV) 2004 229 370 510 640 763 873 1026 1159 1287 1409 1508 1629 1761 1876 1977 2105 Measured Value (mV)
SLOPE (mV/dB) 25.04 -23 -7 8 13 10 -5 23 31 34 31 4 0 7 -3 -27 -25 Error (mV)

-0.91 -0.28 0.31 0.50 0.42 -0.19 0.92 1.23 1.35 1.22 0.17 0.01 0.28 -0.13 -1.09 -0.98 1.35

12 GHz INTERCEPT (mV) 2034 193 343 485 619 759 873 1021 1156 1292 1422 1521 1641 1781 1904 2006 2133 Measured Value (mV)
SLOPE (mV/dB) 25.75 -38 -17 -4 1 13 -2 17 24 31 32 2 -6 5 -1 -28 -29 Error (mV)

-1.49 -0.66 -0.15 0.06 0.50 -0.08 0.67 0.91 1.20 1.25 0.09 -0.25 0.19 -0.03 -1.07 -1.14 1.49

14 GHz INTERCEPT (mV) 2054 178 322 465 603 755 879 1028 1169 1308 1439 1535 1656 1795 1916 2020 2148 Measured Value (mV)
SLOPE (mV/dB) 26.26 -38 -26 -14 -7 13 6 24 34 41 41 6 -4 3 -7 -34 -38 Error (mV)

-1.46 -0.98 -0.53 -0.28 0.51 0.24 0.91 1.28 1.58 1.56 0.22 -0.17 0.12 -0.27 -1.31 -1.43 1.58

16 GHz INTERCEPT (mV) 2056 185 320 463 599 746 859 1007 1155 1293 1426 1532 1657 1793 1920 2030 2166 Measured Value (mV)
SLOPE (mV/dB) 26.43 -21 -18 -7 -3 12 -8 8 24 30 31 5 -2 1 -4 -26 -22 Error (mV)

-0.79 -0.68 -0.27 -0.13 0.44 -0.29 0.31 0.91 1.13 1.17 0.18 -0.09 0.05 -0.14 -0.98 -0.83 1.17

18 GHz INTERCEPT (mV) 2006 205 351 494 624 754 845 984 1128 1265 1396 1505 1629 1757 1883 1989 2111 Measured Value (mV)
SLOPE (mV/dB) 25.34 -27 -8 8 12 15 -21 -8 9 19 23 6 3 4 4 -17 -22 Error (mV)

-1.07 -0.31 0.33 0.46 0.59 -0.82 -0.33 0.35 0.76 0.93 0.23 0.12 0.17 0.14 -0.67 -0.86 1.07

Average Slope (mV) 25.4
Flatness  ± dB 1.7 1.7 1.5 1.4 0.7 0.9 1 0.8 0.8 1.1 1 0.9 1 1.3 1.4 1.6
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