
Customer: 
SO No: 

Model No: APD-2-500M2G-SFF-30W 
Serial No: 23426 

Part No. 

TEST. 
PARAMETERS 

ITEM NO 

1 Frequency Range 

2 Insertion Loss 

3 VSWR 

4 Isolation 

5 Amplitude Balance 

6 Phase Balance/

I 
7 Power Handling 

8 Impedance 

SUMMARY TEST DAT A 

ON 

APD-2-500M2G-SFF-30W 

\. 

23426 

Tested By: Tin M. L 
---------------

Temper at u re: +25°C 
---------------

Date: 01/04/2022 
Drawing No: 27625582 Rev: A1 -------- ------

SPECIFIED VALUE 
TEST QA 

RESULTS QC 

0.5 TO 2.0 GHz 0.5 TO 2.0 GHz PMt 
OA2 

:50.5 dB 0.19 dB 
(See Plot) 

INPUT :51.25: 1 1.18 :1 (INPUT) 

OUTPUT :51.20:1 1.11 :1 (OUTPUT) 
(See Plot) 

20 dB Minimum 24.75 dB 
(See Plot) 

:5±0.2 dB ± 0.016 dB 
(See Plot) 

� ' :5±20 0.016° Max. / 0.11°Min. 

Forward :530 W
Reversed :51 W Pass 

500 son PMI 

QA2 

QA/QC Approval: Md PMI 

QA2 Date: 

7311-F Grove Road Frederick, MD 21704 USA Phone: (301)662-5019 Fax: (301)662-1731 
Email: sales@pmi-rf.com 



SUMMARY TEST DATA 

ON 

APD-2-500M2G-SFF-30W 

23426 

Input & Output VSWR, Insertion Loss, Phase Balance 
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Chl: Stoll 500.000 tvtHz 

Status CH 1: �21 /M IC 2-Port 

File View Channel Sweep Calibration Trace Scale 
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Chi: Stoll 500.000 MH• 

Status CH 1: �21 /M IC 2-Port 
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SUMMARY TEST DATA 

ON 

APD-2-500M2G-SFF-30W 

23426 

Isolation 

File View Channel Sweep Calibration Trace Scale Marker System Window Help 
Stimulus Start j 500.000000 MHz Iii Start I Slop Center L Span

,_ 100.0dB/ 
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Ch1: Start 500.000 MHz - Stop 2 .00000 GHz 

Status CH 1: �21 I NoCor LCL 
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SUMMARY TEST DATA 

ON 

APD-2-500M2G-SFF-30W 

23426 

Amplitude Balance 

File View Channel Sweep Calibration Trace Scale Marker System Window Help 

Stimulus Start j 500.000000 MHz Iii Start 1Stop1 Cente, 11 Span 
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Ch1: Start 500.000 MHz - Stop 2.00000 GHz 

Status CH 1: �21 /M IC 2-Port LCL 
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