SUMMARY TEST DATA

PM I ON
(7w A7 FD-1G-500M-55-SFF
Customer: Tested By: K. Mansfield
SO No: Temperature: +25° C
Model No: FD-1G-500M-55-SFF Date: 9/19/2019
Serial No: PL26455/1936 Drawing No: 27629140 REV: A1
Test - QA
ltem No. Parameters Specified Value Test Results Qc
1 Center Frequency: 1 GHz 1 GHz m
2 Peak to Peak Bandwidth: 500 MHz Min. 500 MHz
T 10 mV/MHz Typ. 10.1 mV/MHz
8 S, Into 930 See Plot
. +10 MHz @ +25°C +18.4 MHz @ +25°C
A PeTray: 25 MHz @ 0° to 50°C | +25 MHz @ 0° to 50°C
5 Offset Adjust: +100 mV Min. >+100 mV
6 Input Dynamic Range: -10 to 0 dBm Min. -10 to 0 dBm
7 Rise Time: 10 ns Typ. <11 ns
8 Input VSWR: 2.0:1 Max. 1.9:1
+5V @ 25 mA Typ.
9 DC Power Supply: 5V @ 70 mA Typ. +_55\\I,@ 259;;:\ &.'
(No Load) @
PMI
QA/QC Approval: At Date: 7/20/(?
=
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