LOG TRANSFER WITH FREQUENCY
MODEL: EWDM-2G6G-65-70MV
TESTED BY: JOHNM

MODEL: EWDM-2G6G-65-70MV-1

Test Temp: 25C

Py -
U3

PLANAR MONOLITHICS INDUSTRIES

SERIAL NO: PL30083 V Offset: +00.061 4921 Robert J. Mathews Parkway STE 1

oy 2/17/21

DATE: 1-27-21 TEL: 916-542-1401 FAX: 301-662-1731
EMAIL: SALES@PMI-RF.COM
ISO 9001:2000 CERTIFIED
Frequency [ 65 [ 60 [ -55 | 50 | -45 | 40 | -35 | 30 | 25 | 20 | 45 | 10 | 5 | 0 [RF Input Power (dBm) ]
[2000 MHz [INTERCEPT (mV) | 4886.8] 367 | 721 [ 1072 [ 1413 [ 1762 | 2083 | 2427 | 2795 | 3123 | 3484 | 3857 | 4201 | 4545 | 4898 Measured Value (mV)
|sLoPE (mvidB) | 69.597| 4 10 13 6 7 20 | 24| 4 Y 14 10 6 1 Error (mV)
0.06 | 014 [ 019 | 0.09 [ 0.10 | -0.29 | 0.34 [ -0.06 | -0.34 | 016 | 0.20 | 0.15 | 0.09 | 0.16 LINEARITY ERROR (dB)
-0.02 | 0.05 | 0.08 | -0.04 | -0.04 | -0.44 | -0.52 | -0.25| -0.55 | -0.38 | -0.03 | -0.11 | -0.18 -0.12 ACCURACY ERROR (dB)
[2000 MBZ [INTERCEPT (mV) | 4885] 385 | 735 | 1091 | 1427 | 1776 | 2101 | 2442 Measured Value (mV)
[SLOPE (mvidB) [ 69.281] [T |7 46 [0 6 |9 [ A3 =8 Error (mV)
0.05 [ 0.10 [ 0.24 | 0.09 | 0.12 | -0.18 | -0.26 LINEARITY ERROR (dB)
0.24 | 0.25 [ 0.35 [ 0.16 | 0.16 | -0.19 | -0.30 ACCURACY ERROR (dB)
[ 4910.5] 1421 | 1773 | 2101 | 2457 Measured Value (mV)

INTERCEPT (mV)
SLOPE (mV/dB)

[ 69.796] Error (mV)
LINEARITY ERROR (dB)
ACCURACY ERROR (dB)
[5000 MHz _ [INTERCEPT (mV) [ 4925.1] 386 | 742 | 1097 | 1431 | 1784 | 2115 | 2475 | 2849 | 3172 | 3519 | 3888 | 4219 | 4565 | 4944 Measured Value (mV)
[SLOPE (mvidB) | 69.813] - 6 12 173 1 48 | -7 | 18 -8 10 | 10 [ -8 -11 19 Error (mV)
-0.02 | 0.08 | 0.17 | -0.05] 0.01 | -0.25[ -0.09 [ 0.26 | -0.11 | -0.14 | 0.15 | -0.11 | -0.16 | 0.27 LINEARITY ERROR (dB)
0.25 | 0.35 | 043 | 0.22 | 0.27 | 0.01 | 017 | 0.53 | 0.15 | 0.12 | 0.41 | 015 | 0.11 | 053 ACCURACY ERROR (dB)
i ¥ INTERCEPT (mV) | 4929.7] Measured Value (mV)
SLOPE (mV/dB) | 70.604] Error (mV)
-0.11 ; i i ; 5 LINEARITY ERROR (dB)
| -0.25 [ 017 -0.14 | -0.33 | -0.28 [ -0.52 | -0.27 | 0.28 | 0.00 | -0.08 | 0.24 | 012 | 0.19 | 0.69 | [ACCURACY ERROR (dB)
i [Flatness | [+-dB] [ 0.25] 0.26] 0.29] 0.27] 0.28] 0.26] 0.34[ 0.39] 0.38] 0.28] 0.27] 0.18] 0.23[ 0.41] - )
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