LOG TRANSFER WITH FREQUENCY
MODEL: EWDM-2G6G-65-70MV
TESTED BY: JOHNM
MODEL: EWDM-2G6G-65-70MV-1
SERIAL NO: PL30085
DATE: 1-28-21

Test Temp: 25C

V Offset: +00.026

PLANAR MON

OLITHICS INDUSTRIES

4921 Robert J. Mathews Parkway STE 1
TEL: 916-542-1401 FAX: 301-662-1731
EMAIL: SALES@PMI-RF.COM

ISO 9001:2000 CERTIFIED

Frequency [ -65 [ 60 | -55 [ 50 | -45 | -40 | -35 | 30 | 25 | 20 | 156 | <10 | 5 | 0 [RF Input Power (dBm) |
[2000 MHz__[INTERCEPT (mV) | 5058.2] 485 | 846 | 1207 | 1560 | 1913 | 2246 | 2591 | 2959 | 3285 | 3660 | 4025 | 4357 | 4701 | 5054 Measured Value (mV)
|SLOPE (mV/dB) | 70.166| A2 2 8 10 | 12 6 -1 8 -19 5 19 0 -6 -4 Error (mV)
-0.18 | -0.03 | 0.11 | 0.14 | 0.18 | -0.08 | -0.16 | 0.08 | -0.27 | 0.07 | 0.28 | 0.01 | -0.09 | -0.06 LINEARITY ERROR (dB)
061 | 0.77 | 0.92 | 0.97 | 1.01 | 0.77 | 0.70 | 0.96 | 0.61 | 0.97 | 1.19 | 0.93 | 0.85 | 0.89 ACCURACY ERROR (dB)
|5000 mHz  [INTERCEPT (mV) [ 5030.1] 494 | 848 | 1212 | 1561 | 1919 | 2256 | 2597 | 2950 | 3272 | 3633 | 3988 | 4325 | 4668 | 5051 Measured Value (mV)
[SLOPE (mvidB) | 69.556] a5 |9 | 8 [T e [T 7 [ 1 | 7 | 49 % | 1 | 40 A4 21 | [Error(mv)
-0.21 | -013] 011 | 0.13 | 0.27 | 0.10 | 0.02 [ 0.10 | -0.28 [ -0.09 | 0.02 | -0.14 | -0.21 | 0.30 LINEARITY ERROR (dB)
074 | 0.79 | 0.99 | 0.98 | 110 | 0.90 | 0.78 | 0.83 | 0.43 | 0.59 | 0.66 | 0.47 | 0.38 | 0.85 ACCURACY ERROR (dB)
J[INTERCEPT (mV) | 4999.5] 448 | 815 [ 1176 | 1527 3243 3946 5021 Measured Value (mV)
SLOPE (mV/dB) | 69.633] Error (mV)
; ; | ; ] ; ; LINEARITY ERROR (dB)
[ 0.08 | 032 ] 0.48 [ 0.50 [ 0.67 [ 047 | 0.40 | 0.43 | 0.01 | 0.12 | 0.06 | 0.03 | -0.11 | 0.42 | [ACCURACY ERROR (dB)
[5000 MHz _ [INTERCEPT (mV) | 5002.1] 438 | 808 | 1168 | 1516 | 1881 | 2218 | 2562 | 2924 | 3241 | 3599 | 3943 | 4291 | 4635 | 5028 Measured Value (mV)
[SLOPE (mvidB) | 69.839] -25 -4 7 6 22 10 | 4 17 | 15 | 6 41 | 13 | 18 26 Error (mV)
-0.35 | -0.05| 0.10 | 0.08 | 0.31 | 0.14 | 0.06 | 0.25 | -0.22 | -0.09 | -0.16 | -0.18 | -0.26 | 0.37 LINEARITY ERROR (dB)
-0.06 | 0.22 | 0.37 [ 0.34 | 0.55 | 0.37 | 0.28 | 0.46 | -0.01 | 0.10 | 0.02 | -0.01 | -0.10 | 0.52 ACCURACY ERROR (dB)
INTERCEPT (mV) [ 5001.8] Measured Value (mV)
SLOPE (mV/dB) | 70.741| Error (mV)
; -0.20 | 0.40 LINEARITY ERROR (dB)
[ -0.74 [-0.45[ -0.38 [ -0.45] -0.16 | -0.35 | -0.16 | 0.16 | -0.24 | -0.16 | -0.24| -0.15 | -0.11 | 0.55 | |ACCURACY ERROR (dB)
o _|Flatness [+-dB]| [ 074] 062] 069] 071] 0.63] 0.62] 0.47] 0.40] 0.43] 0.56] 071 054 048] _ 0.24]
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