LOG TRANSFER WITH FREQUENCY
MODEL: EWDM-2G6G-65-70MV
TESTED BY: JOHNM

MODEL: EWDM-2G6G-65-70MV-1
SERIAL NO: PL30087

Test Temp: 25C

V Offset: +00.011

PLANAR MONOLITHICS INDUSTRIES
4921 Robert J. Mathews Parkway STE 1

DATE: 1-28-21 TEL: 916-542-1401 FAX: 301-662-1731
EMAIL: SALES@PMI-RF.COM
1SO 9001:2000 CERTIFIED
Frequency [ 65 | 60 [ 55 | -50 [ -45 | 40 | -35 | 30 | 25 | 20 | 45 ] 10 | 5 | © [RF Input Power (dBm) |
[2000 MHz _ [INTERCEPT (mV) [ 4805.2] 263 | 607 | 932 [ 1290 | 1664 | 1977 | 2350 [ 2726 | 3073 | 3397 | 3742 [ 4105 | 4441 | 4818 Measured Value (mV)
[SLOPE (mv/dB) | 70.083] 13 7 A9 | M1 [ 13 | 25| 27 23 20 -7 -12 1 14 13 Error (mV)
0.19 | 0.10 | -0.27 | -0.16 | 0.18 | -0.35| -0.03 | 0.33 | 0.28 | -0.09 | -0.17| 0.01 | -0.20 | 0.18 LINEARITY ERROR (dB)
-0.35 | -0.48 | -0.88 [ -0.81 | -0.52 | -1.09 | -0.81 | -0.48 [ -0.57 | -0.99 | -1.10 | -0.96 | -1.21 | -0.87 ACCURACY ERROR (dB)
[3000 MHz [INTERCEPT (mV) [ 4827.3] 314 | 662 | 997 | 1351 | 1720 | 2034 | 2409 | 2748 | 3080 | 3389 | 3765 | 4145 | 4483 | 4857 Measured Value (mV)
[SLOPE (mvidB) | 69.513| |[NGIONINCER e e e e e e s o Error (mV)
0.07 | 0.08 | -0.10 | -0.01| 0.30 | -0.18 | 0.21 | 0.09 | -0.14 | -0.69 | -0.28| 0.18 | 0.05 | 0.43 LINEARITY ERROR (dB)
0.38 | 0.30 | 0.04 | 0.05 | 0.28 | -0.28 | 0.03 | -0.17 | -0.47 | -1.10 | -0.78 | -0.40 | -0.61 | -0.32 ACCURACY ERROR (dB)
" |INTERCEPT (mV) | 4858.4] 968 2012 3099 4168 Measured Value (mV)
SLOPE (mV/dB) | 70.529| Error (mV)
0.05 0.21 LINEARITY ERROR (dB)
-0.20 | -0.49 | -0.07 ACCURACY ERROR (dB)
[5000 MHz [INTERCEPT (mV) | 4891.3] 292 | 643 | 976 | 1328 | 1701 | 2019 | 2402 | 2774 | 3121 | 3439 | 3817 | 4196 | 4531 | 4914 Measured Value (mV)
[SLOPE (mvidB) | 71.044| 19 14 -8 -1 7 | -3 -3 14 6 -31 -9 15 -5 23 Error (mV)
0.26 | 0.20 | -0.11 | -0.16 | 0.09 | -0.43 | -0.04 | 0.20 | 0.08 | -0.44 | -0.12| 0.21 | -0.07 | 0.32 LINEARITY ERROR (dB)
0.06 | 0.03 | -0.25 | -0.27 | 0.01 | -0.49 | -0.07 | 0.20 | 0.11 | -0.39 | -0.04| 0.32 | 0.07 | 0.49 ACCURACY ERROR (dB)
ANy INTERCEPT (mV) | 4905.7] 3111 3812 [ 4203 Measured Value (mV)
SLOPE (mV/dB) | 72.067| Error (mV)
-0.63 | -0.35 [ 0.13 | 0.10 LINEARITY ERROR (dB)
| -0.38 | -045] -0.81 [ -0.88] -0.57 | -1.07 | -0.69 | -0.10 | -0.03 | -0.53 | -0.11 | 0.42 | 0.34 | 0.91 | |ACCURACY ERROR (dB)
[Flatness |+-dB| [ 038] 0.39] 046] 0.47] 042] 040] 0.42[ 0.34] 0.34] 035 053] 0.69] 0.77] _0.89]
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