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N SUMMARY TEST DATA
PMIE ON
\ﬁm# 17 PFA-DC18G-20-2W-SMF
Customer: _ Tested By: K Craven
SO No: Temperature: +25°C
Model No: PFA-DC18G-20-2W-SMF Date: 11/11/22
Serial No: PL38461/2246 Drawing No: 27630961 Rev: A1
TEST. TEST QA
ITEM NO PARAMETERS SPECIFIED VALUE RESULTS Qc
1 Frequency Range DC TO 18.0 GHz DC TO 18.0 GHz g":g
2 Impedance 50 Q 50 Q
3 Attenuation Value 20dB 20.27 dB
4 Attenuation Accuracy +0.5dB +0.13 dB
5 VSWR 1.35:1 MAX 1.10:1 \
6 Input Power 2 WMAX Pass PMI
QA2

P
QA/QC Approval: 7%% M Q2 pate: LL A/ pean
=
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