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TEST. TEST QA
ITEM NO PARAMETERS SPECIFIED VALUE RESULTS Qc

PMI

1 Frequency Range DC TO 18.0 GHz DC TO 18.0 GHz QA2

2 Impedance 50 Q 50 Q

3 Attenuation Value 20 dB 20.19 dB

4 Attenuation Accuracy +0.5dB +0.06 dB

5 VSWR 1.35:1 MAX 1.13:1

6 Input Power 2 W MAX Pass P
QA2

PMI
QA/QC Approval: 7‘% M QA2 Date: Q'_/ 3/ 20273
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